
−6 −4 −2 0 2 4 6
−4000

−3000

−2000

−1000

0

1000

2000

3000

4000

5000

PZT Voltage(V)

P
Z

T
 C

ou
nt

Y Arm PZT Calibration

 

 

Data Points
Standard Error = +/− 3.6 Counts
Fit−> y = 797*x + 34.29


